MITSOURT DEPARTMENT OF HEA_TH A0D SENIOK SERVICES

£\ STATE PUBLIC HEALTH | ABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT (RECE’VED

By Carol Day at 2:36 pm, Sep 08, 2014

|

Comnplete this report in duplicate at the time of Ihe tegular monthly prevematlve maintepznce check, and whenever instrument Is repaired.
Send copy 1o Department of Health and Sentor Services; retain original in departmént file,

ALCO SENSOR IV SN PRINTER 8N DATE OF INSPECTION
087970 08C 3527 187 06/01/2014

LOCATION OF INSTRUMENTY [STREET AND GITY) YIME OF INSPECTION
P.O. Box 246 or 110 5. Maple St. Galena, Mo. 65656 8:24 am

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Wrile in obsetved val-
ues where delermined.) Unmarked ilems must be correcled before using Instrument,

m DIGITAL READQUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALGO SENSCR (10°C - 40°C)

1 PRINTER WORKING PROPERLY

7 TiME AND DATE DISPLAYING PROPERLY
BREATH ALGOHOL AGCURACY STANDARDS
/1 siMuLATOR sOLUTION (] cOMPRESSED ETHANOL-GAS MIXTURE

@ STANDARD SUPPLIER Guth Laboratories Ing LOT # 13280 EXP, DATE 10/16/2016

[/l SIMULATOR TEMPERATURE (34°C # 0.2°C) 34 SIMULATOR SN __ SD2282  siMyLATOR EXP DATE 01/10/2016

/] CALIBRATION GHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All thres tests musl be within 5% of the standard value and must have a spread of ,005 or
less. Check lhe box corresponding to the standard solution being used. (PRINTOUT ATTACHED)
H 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1w 103 TEST 2% 105 TEST3 & {05

/] RFI DETEGTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 (0s-09 O (10-14) O (16499 O (Over .19) O

List any new pads and describe any alteration or modification that was made to restore the Instrument 1o operale satisfactorily and within
established limits (use clher side if necessary).

Operates within DOHSS established limits.

INSPECTING OFFICER .

KLJ— WAMW Sgt. Trent Massey #123

GGNATURE
TYPE Il PEAMIT NUMSER/EXPIRAT2H DATE TELEFHONE NUMBER
220218  09-04-2014 (417) 357-6116

Aeturn completed report to the: Breath Aleohol Program, MO Department of Health and Senior Serviges, Southeast District Omce
28756 James Boulevard

Poplar Bluff, MO 63801

40 580-1351 (6-10) AN EQUAL OPPORTURITY/AFFIRMATIVE ACTION EMPLOYER
SEIVEL 8 prifded &N & hondstaminatens bisls
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